Continuous fetal tissue pH recordings during labour. A preliminary report.
We made continuous fetal pH-measurement in 50 patients and showed a good correlation between tissue pH and umbilical artery, umbilical vein and the fetal scalp blood pH. There were practical problems in the use of the glass pH electrode.